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Medical Emergency green bag content list (pictures)
	ITEM :

	QTY:
	IMAGE :
	LOCATION:

	Automated External Defibrillator and Pads

X
	1
	[image: ]
	Front Pouch

	Spare Defibrillator Pads 11101-000021  
	1
	
	

	Spare Battery  NHS supplies & Oracle        FDJ8195    
	1
	
	

	Blood Pressure Monitor

NHS supplies & Oracle   FFE572
X
	1
	[image: ]
	Front Pouch

	Blood Glucose Monitor = caresens 
Supplied by  Sprit Healthcare
Telephone = 0800 881 5423

Test strips & Test liquids from ELFT Pharmacy
X
	1
	[image: ]
	Front Pouch

	Finger Tip Pulse Oximeter

NHS supplies & Oracle   FBC323
X
	1
	[image: ]
	Front Pouch

	Stethoscope

NHS supplies & Oracle   FFE1013 
X

	1
	[image: ]
	Front Pouch

	Oxygen CD Cylinder

Order from BOC 
Telephone number is on each bottle 
X
	1
	[image: ]
	Bottom compartment

	Bag Valve Mask (Adult) with oxygen tubing

NHS supplies & Oracle   FDE379
	1
	[image: ]
	Bottom Compartment

	Non Re-breathe oxygen mask (adult) with tubing

NHS supplies only ask Balbir to add to Oracle catalogue FDQ 3513
	1
	[image: ]
	Bottom Compartment

	Pocket Mask (Adult)


NHS supplies & Oracle   IHD9475
	1
	[image: ]
	Airway Compartment

	Nebuliser Mask (Adult) with nebule pot and tubing

NHS supplies & Oracle   FDE305


	1
	[image: ]
	Bottom Compartment

	Compact portable suction

MEDISAVE = £128.12  (not on oracle or NHS supplies )
X
	1
	[image: ]
	Airway Compartment

	Rigid adult suction catheter Yankauer)FSQ
NHS supplies  
· 
	1
	[image: ]
	Airway Compartment

	Oropharyngeal Airway (Guedel) Size 2 green

NHS supplies & Oracle   FDB567 
Or NHS supplies & Oracle   FDB316
	1
	[image: ]	
	Airway Compartment

	Oropharyngeal Airway (Guedel) Size 3 orange
NHS supplies only ask Balbir to add to Oracle catalogue 
FDB568
Or NHS supplies & Oracle   FDB317

	1
	[image: ]
	Airway Compartment

	Oropharyngeal Airway (Guedel) Size 4 red

NHS supplies only ask Balbir to add to Oracle catalogue 
FDB569
Or NHS supplies & Oracle   FDB318
	1
	[image: ]
	Airway Compartment

	Nasopharyngeal Airway Size 6
NHS supplies only ask Balbir to add to Oracle catalogue 
FDB590
	1
	[image: ]
	Airway Compartment

	Nasopharyngeal Airway Size 7
NHS supplies only ask Balbir to add to Oracle catalogue 
FDB592

	1
	
	Airway Compartment

	i-gel (supraglottic airway) size 3              
NHS supplies & Oracle   FDD984

	1
	[image: ]
	Airway Compartment

	i-gel (supraglottic airway) size 4
NHS supplies & Oracle   FDD985

	1
	
	Airway Compartment

	i-gel (supraglottic airway) size 5
NHS supplies & Oracle   FDD1057

	1
	
	Airway Compartment

	Lubricant for i-gel 
Pharmacy?
	1
	[image: http://cdn.shopify.com/s/files/1/0141/2732/products/aquagel_large.jpg?v=1361535915]
	Airway Compartment

	McGills Forceps

Medisave = instrapac instrapac magills forceps adult 9.8 disposable (7992)  £5.71
	1
	[image: ]
	Airway Compartment

	Intravenous Cannula size 18G (green)

NHS supplies & Oracle   FSP2152
	2
	[image: ]
	Circulation Compartment

	Intravenous Cannula size 16G (grey)

NHS supplies & Oracle   FSP2151
	2
	[image: ]
	Circulation Compartment

	Intravenous Cannula size 14G (orange)

NHS supplies & Oracle   FSP2150
	2
	[image: ]
	Circulation Compartment

	3 way tap with extension

NHS supplies & Oracle   FVK840


	2
	[image: ]
	Circulation Compartment

	Intravenous Cannula Dressing

NHS supplies & Oracle   EVX155
	2
	[image: ]
	Bottom Compartment

	Micropore Tape

NHS supplies & Oracle   EHU111
X
	1
	[image: ]
	Bottom Compartment

	Large Bore Intravenous Giving Set

NHS supplies & Oracle   FKA348
	2
	[image: ]
	Circulation Compartment

	10ml syringe

NHS supplies & Oracle   FCB13852

	4
	[image: ]
	Circulation Compartment

	Prefilled syringe 10ml normal saline 0.9% flush

NHS supplies & Oracle   FWC130
	4
	[image: ]
	Circulation Compartment

	Tourniquet
Medisave – 2x20 £39.90

THESE MUST BE SINGLE USE ONLY 

X
	1
	[image: Image result for Tourniquet ]
	Circulation Compartment

	Chlorhexidine swabs

NHS supplies & Oracle   VJT169

X
	10
	[image: ]
	Bottom Compartment

	Normal Saline 0.9% - 1000ml bag

Order from ELFT Pharmacy

X
	1
	[image: ]
	Circulation Compart-ment

	Tuff Cut Shears
Order from Farnell
X
	1
	[image: ]
	Bottom Compartment

	Ligature Cutters
Order from Farnell
X
	2
	[image: ]
	Office

	Ligature Cutters LC1
Order from Farnell
X
	2
	[image: http://www.hssproducts.co.uk/acatalog/fish%20200%20with%20tape.jpg]
	Emergency Grab Bag

	Gauze Swabs (pack of 10) sterile

NHS supplies & Oracle   EMI283 

	1
	[image: ]
	Bottom Compartment

	Medium sized wound dressing

Oracle 
	1
	[image: ]
	Bottom Compartment

	Burns dressing
NHS supplies & Oracle   ELE059
	1
	[image: ]
	Bottom Compartment

	Non Sterile Gloves

NHS supplies & Oracle   FTG026 (Medium)
NHS supplies & Oracle   FTG027 (Large)
x
	6 pairs
	[image: ]
	Bottom Compartment

	Non sterile Aprons

NHS supplies & Oracle   KNB677
X
	6
	[image: ]
	Bottom Compartment

	Goggles
NHS supplies only ask Balbir to add to Oracle catalogue ILH513

NHS supplies & Oracle   ILH410 (not as good)
X
	6
	[image: ]
	Bottom Compartment

	Red Metro Grab bagtag

Purchase from Metalcraft with PO (we have an account with them) £60 for a bag.

	1
	[image: C:\Users\thompsonel\Desktop\11.05.2020\Red Metro tag for grab bag.JPG]
	Outside of bag 



The tubing NHS Supply code has changed to FWP426 and I will ask for it to be added to the Oracle online catalogue but this can take a bit of time. It is possible to purchase 1 at £6.29 each, it is in stock
 
FDR147 Suction Liner Canisters 1 litre Blue lid for use with Laerdal Suction Unit on NHS supplies is in stock
[image: C:\Users\carrd\AppData\Local\Microsoft\Windows\INetCache\IE\72RZKJ4U\FWP426.JPG]
[bookmark: _GoBack]Receptor liner used with Laerdal suction inside of the cannister –
 Liners Soft with Lids 1 litre standard Oval (for individual or cascade use)  - FSE013 








Suction Machine Checks


	Suction Machine Checks 

	Equipment
Available
	Date
Tested
	Feedback/
Action
	Staff signature
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Bubble tubing clear non conductive PVC Link 6mm x 50m Non-Conductive

MPC: SL-8356

© .| GTIN: 05033241053356

Unit of issue: Each

Brand: Pennine Healthcare

Supplier: PENNINE HEALTHCARE ALL ROUTES

&

1 629

w

Add to comparison »
In stock

o
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Laerdal Suction Unit
Reusable & Serres

User Guide

LSU Serres Cat.no 78 00 30

@ Laerdal
www.laerdal.com helping save fves
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Device Test

The DeviceTest is a user initiated test program to identify whether the LSU operates
satisfactorily or if it needs service. If the device is not in frequent use (i.e. less than once
a month), the Device Test should be performed both on a monthly basis and after each
Cleaning and Assembly process.

The program runs 4 different tests:
1. Occlusions - Blockages in the Suction System, including canister and tubing.
2.Vacuum efficacy - How much vacuum builds up in the Pump System within 3 seconds.

3. Maximum vacuum level - The maximum achievable vacuum level of the
LSU within 10 seconds.

4. Leakages - Air leakages in the Pump System, including canister and tubing.

Before Device Test Checklist:
» Ensure the LSU is correctly assembled and the Patient Suction Tubing is unwound.

* The Suction Catheter Adapter is removed from its holder (if applicable).

* Ensure the battery is not being charged (the device is not connected to
AC/DC power source).

= Note
If you need to interrupt the test and revert to normal operation, turn the Operating Knob to
another position and then select the required setting.

Device Test Indicators

Test result indication

Running Test 3 Running Test 4

Testing the maximum
achievable vacuum level

of the LSU

Testing for air leakages in the
Pump System

Running Test 2
Running Test 1 Testing the vacuum build-up

Testing for occlusions in efficacy of the Pump System

the Suction System w?n(r:nUHUgM

200 35,
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Device Test

Run the Test

1. Press and hold the Test Button 2.Hold the Test Button in for 2 seconds.
while turning the Operating Knob to
500+ mmHg.

3.The test will start immediately. 4.When LED 2 lights up, block the Patient
During test mode, the Power On Suction Tubing with your thumb.
Indicator will flash rapidly.

20
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Device Test

5.Keep the tubing blocked while
LED 2,3 and 4 light up. Release the
tubing when LED 1 lights up again.

" Notes

» If the tubing is not blocked within
2 minutes, the test will be interrupted.
During interrupted device test, the
Power On Indicator will flash slowly.

* o restart the test, set the Operating
Knob to “0” and start over again.

*  To evaluate test results, do not tun off
the LSU after running Device Test.
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Device Test

Evaluation of Device Test Results

After the test is completed, the Vacuum Indicator
will display the results. Press the Test Button to scroll
through the resukts of each test to display the results.

4

Test Passed
<100 mmHg

Test No. Test result indication | Action if test failed
Test 1 - *  Check possible blockages (e.g. twisted tub-
Occlusions ing, blocked filter; blocked filter in the liner)

and run the Device. Test again.
*  Ifthe High Efficiency Filtration Kit is installed
the pass limit is 150mmHg.

Test 2 —Vacuum
efficacy

Test Passed
v >300 mm

*  Check Connectors, Tubes and Canister Lid
for leakage* or damage.

*  Check exhaust outlet for occlusion and run
the Device Test again.

Test 3 — Maxi-
mum vacuum

Test Passed
V' >500 mmHg

X

. Check Connectors, Tubes and Canister Lid
for leakage® or damage.

+  Check exhaust outlet for occlusion and run
the Device Test again.

Test 4 - Leakages

Test Passed
V' >450 mmHg

X

Check Connectors, Tubes and Canister Lid for
leakage* or damage and run the Device Test
again.

After evaluating the test results turn the Operating Knob to 0" to exit the Device Test.

22





image1.jpg




